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इस फोरी दस्क्तावेज़ के आऩूनत मकताम के लरए  
 

फमण द्व र  सरद र वल्ऱभभ ई पटेऱ , कृवष और प्रौद्योथगक़ी ववश्वववद्य ऱय , मोदीपरुम, जजऱ : मेरठ, यपूी के 
पररसर में स्ि वपि ब समिी तिय णि ववक स प्रतिष्ठ ि  ऱबै के लऱए टच स्क्रीन गे्रडडएंट  थभमर साइक्रय 
(ऩीसीआय), फेंच-टॉऩ येफ्रिजयेटेड सेंट्रीफ्मजू, फेंचटॉऩ नॉन-येफ्रिजयेटेड सेंट्रीफ्मजू औय सकुम रेटयी वॉटय फाथ क़ी 
आपतूिण, सॊस्ि पि  और कमीशतिॊग हेिदुो अऱग-अऱग  महुरबॊद उप-लऱफ फों में स्पष्ट रूप से िकिीक़ी 
बोऱी और ववत्िीय बोऱी लऱखकर प्रस्ि व आमॊत्रत्रि ककए ज ि ेहैं।  

बोऱी क़ी अन्य महत्वपरू्ण ज िक री िीच ेदी ज  रही है:-  

 

बोऱी आमॊत्रत्रि करिे क़ी तिथि  :       06 म चण 2025 

बोऱी बॊद करिे क़ी ि रीख और समय  : 28 म चण 2025 (5:00 बजे)  

बय ि  जम  र लश  : 32,000/- रु. (िई टदल्ऱी में देय 
ब समिी तिय णि ववक स प्रतिष्ठ ि  के पऺ 
में डडम ॊड ड्र फ्ट के म ध्यम से)  

ईएभडी छूट की अनुभनत नहीं है  

वैिि  अवथि  : 90 टदि 

क यण क़ी अिुम तिि ऱ गि  : 32.00 राख रुऩए 

  
पि  :      तिदेशक , 

    ब समिी तिय णि ववक स प्रतिष्ठ ि(बीईडीएफ)  

   (कृवष एवॊ प्रसॊस्कृि ख द्य उत्प द तिय णि  
ववक स प्र थिकरर् (एपीड ) द्व र  स्ि वपि)  

   चौिी मॊजजऱ , एि.सी.यू.आई  ऑडडटोररयम 
त्रबजल्डॊग , 3 लसरी स ॊस्ि तिक  ऺेत्र, अगस्ि 
क् ॊति म गण , (खेऱ ग ॊव के स मिे) , िई टदल्ऱी 
110 016, भ रि
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(क) फोरीदाताओं के लरए ननदेश (आईटीफी)  

 
फोरी दस्क्तावेज़ 

1) फोरी दस्क्तावेज़ की साभग्री  

 

i) क यण-ऺेत्र, बोऱी प्रकक्य  और सॊववद  के तियम और शिें बोऱी दस्ि वेज़ में तिि णररि हैं। 
बोऱी दस्ि वेज़ में तिम्ि श लमऱ हैं: 
 

क. दो अऱग-अऱग मुहरबॊद उप-लऱफ फों में तिववद  क़ी ह डण कॉपी में तिववद  जम  
करिे के लऱए आमॊत्रर् , जजसमें स्पष्ट रूप से िकिीक़ी बोऱी और ववत्िीय बोऱी क  
उल्ऱेख ककय  गय  हो।  

ख. अिुभ ग ‘क’: बोऱीद ि ओॊ के लऱए तिदेश  

ग. अिुभ ग ‘ख’: तियम और शिें 
घ. अिुभ ग ‘ग’: िकिीक़ी बोऱी (केवऱ बोऱी सूचि  में उजल्ऱखखि क यों के लऱए 
ऱ गू) 
ड. अिुभ ग ‘घ’: ववत्िीय बोऱी  

 

ii) बोऱीद ि  से अपेऺ  क़ी ज िी है कक वह बोऱी दस्ि वेज़ में सभी तिदेशों , प्रपत्रों, शिों 
और ववलशष्टि ओॊ क़ी ज ॊच करे।  बोऱी दस्ि वेज़ के अिुस र आवश्यक सभी 
ज िक री प्रद ि करिे में ववफऱि  य  बोऱी प्रस्िुि करिे में हर िरह से बोऱी 
दस्ि वेज़ के प्रति उत्िरद यी िहीॊ होिे पर बोऱी ऱग िे व ऱे क  जोखखम होग  और 
इसके पररर् मस्वरूप उक्ि बोऱी को अस्वीक र ककय  ज  सकि  है।     

 

2) फोरी दस्क्तावेज़ भें संशोधन   

 

i) बोऱी जम  करिे क़ी समय सीम  से पहऱे ककसी भी समय , ब समिी तिय णि  ववक स 
प्रतिष्ठ ि, िई टदल्ऱी , ककसी भी क रर् से , च हे अपिी पहऱ पर य  सॊभ ववि 
बोऱीद ि  द्व र  अिुरोथिि स्पष्टीकरर् के जव ब में , सॊशोिि द्व र  बोऱी दस्ि वेज़ 
को सॊशोथिि कर सकि  है। बोऱी दस्ि वेज़ के प्र सॊथगक खॊडों को िदिुस र 
सॊशोथिि म ि  ज एग ।  

 

ii) सॊभ ववि बोऱीद ि ओॊ को अपिी बोलऱय ॊ ियै र करिे में सॊशोिि को ध्य ि में रखिे के 
लऱए सऺम समय देिे के लऱए , बीईडीएफ, अपिे वववेक पर, बोलऱय ॊ जम  करिे क़ी समय 
सीम  बढ  सकि  है।  
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3) फोरी का गठन कयने वारे दस्क्तावेज़   

 

बोऱीद ि  द्व र  ियै र क़ी गई बोऱी में तिम्िलऱखखि घटक श लमऱ होंगे : 
 

(क) मोग्मता-ऩूवम:- 

 

(i) ईएभडी वववयण- इसमें तिि णररि प्रपत्र में ईएमडी दस्ि वेज़ श लमऱ होग ।  

(ii) ऩािता भानदंड- इसमें तिववद  दस्ि वेज़ के अिसु र वववरर् श लमऱ होंगे।  

 
     (ख) ववत्तीम फोरी-ववत्तीम फोरी भें ननम्न शालभर होंगे: 

 भलू्म अनसुचूी- तिि णररि प्र रूप में मलू्य अिसुचूी श लमऱ है।  

 

4) फोरी पोभम: 
 बोऱीद ि  को बोऱी प्रपत्र और बोऱी दस्ि वेज़ में प्रस्ििु उथचि मलू्य अिसुचूी को परू  करि  
होग ।  

 

5) फोरी भुद्रा: 
क़ीमिें केवऱ भ रिीय रुपए में उद्धृि/गर्ि  क़ी ज एॊगी।  

 

6) फोरीदात की मोग्मता स्क्थावऩत कयने वारे दस्क्तावेज़   

 
i) बोऱीद ि  अपिी िकिीक़ी बोऱी के टहस्से के रूप में , यटद उसक़ी बोऱी स्वीक र 

कर ऱी ज िी है िो अिुबॊि तिष्प टदि करिे के लऱए बोऱीद ि  क़ी योग्यि  
स्ि वपि करिे व ऱे दस्ि वेज़ प्रस्िुि करेग । बोऱीद ि  द्व र  दस्ि वेजी स क्ष्य 
ह डण कॉपी में प्रस्िुि ककय  ज ि  च टहए। सभी दस्ि वेजों , बय ि  र लश के स ि 
िकिीक़ी बोऱी क़ी एक प्रति  सम पि समय से पहऱे तिदेशक , बीईडीएफ, िई 
टदल्ऱी के क य णऱय में मुहरबॊद लऱफ फे में जम  क़ी ज एगी , इसमें ववफऱि  के 
क रर् बोऱी को अस्वीक र ककय  ज  सकि  है।    

 

ii) यटद बोऱी स्वीक र कर ऱी ज िी है िो सॊववद  को तिष्प टदि करिे के लऱए बोऱीद ि  
क़ी योग्यि  के दस्ि वेजी स क्ष्य बोऱी दस्ि वेज़ में तिटदणष्ट योग्यि  आवश्यकि ओॊ 
के अिसु र होंगे।  

 

7) फोरी सुयऺा/फमाना जभा यालश (ईएभडी)   

 

i) बोऱीद ि  को फासभती ननमामत ववकास प्रनतष्ठान के ऩऺ भें नई ददल्री भें देम भांग  
ड्राफ्ट/ऩे ऑडमय  के म ध्यम से तिववद  सचूि  के अिसु र बोऱी सरुऺ /ईएमडी जम  
करिी होगी। 

ii) च हे बोऱीद ि  एक उपकरर् के लऱए आवेदि करे य  एक से अथिक उपकरर् के लऱए, ईएमडी 
क़ी र लश तिववद  सचूि  के अिसु र सम ि होगी। 
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iii) उपरोक्ि के अिसु र सरुक्षऺि ि क़ी गई ककसी भी बोऱी को गरै-प्रतिकक्य शीऱ म ि  ज एग  
और फीईडीएप द्व र  अस्वीक र कर टदय  ज एग । 

iv) असफऱ बोऱीद ि  क़ी बोऱी क़ी सरुऺ  बोऱी क़ी स्वीकृति के ब द यि शीघ्र व पस कर दी 
ज एगी। 

v) सफऱ बोऱीद ि  क़ी बोऱी  ईएमडी को बोऱीद ि  द्व र  अिबुॊि पर हस्ि ऺर करिे पर सरुऺ  
में पररवति णि कर टदय  ज एग । 

vi) बोऱी क़ी सरुऺ  जब्ि क़ी ज  सकिी है: यटद कोई बोऱीद ि  
(i) बोऱी प्रपत्र पर बोऱीद ि  द्व र  तिटदणष्ट बोऱी विैि  क़ी अवथि के दौर ि अपिी बोऱी 
व पस ऱे ऱेि  है; य  
(ii) त्रटुटयों के सिु र को स्वीक र िहीॊ करि  है य  
(iii) बोऱीद ि  द्व र  बोऱी प्रपत्र पर तिटदणष्ट बोऱी विैि  क़ी अवथि के दौर ि अपिी बोऱी 
क़ीमि को सॊशोथिि करि  है  

 

8) फोरी की वैधता अवधध   

 
i) बीईडीएफ द्व र  तिि णररि बोऱी खोऱिे क़ी ि रीख के ब द 90 टदिों िक बोऱी विै 

रहेगी। कम अवथि के लऱए विै बोऱी को बीईडीएफ द्व र  गैर-उत्िरद यी म िकर 
ख ररज कर टदय  ज एग ।      

  

ii) अस ि रर् पररजस्ितियों में , बीईडीएफ बोऱी विैि  क़ी अवथि के ववस्ि र के लऱए 
बोऱीद ि  क़ी सहमति म ॊग सकि  है। अिरुोि और उस पर प्रतिकक्य  लऱखखि रूप में 
क़ी ज एगी। बोऱीद ि  अपिी बोऱी सरुऺ  जब्ि ककए त्रबि  अिरुोि को अस्वीक र कर 
सकि  है। अिरुोि स्वीक र करिे व ऱे बोऱीद ि  को अपिी बोऱी में सॊशोिि करिे 
क़ी ि िो आवश्यकि  होगी और ि ही अिमुति दी ज एगी।   

 

9) फोरी का प्रारूऩ औय हस्क्ताऺय  

 

i) बोऱीद ि  को िकिीक़ी बोऱी और ववत्िीय बोऱी क़ी एक-एक ह डण कॉपी अऱग से 
िैय र करिी होगी।  

 

ii) बोऱीद ि  य  अिुबॊि के लऱए बोऱीद ि  को ब ध्य करिे के लऱए ववथिवि 
अथिकृि व्यजक्ि य  व्यजक्ियों द्व र  बोऱी दस्ि वेज हस्ि ऺररि ककय  ज एग । 
प्र थिकरर् को बोऱी के स ि लऱखखि प वर-ऑफ-अटॉिी क़ी स्कैि क़ी गई प्रति 
द्व र  दश णय  ज एग । प्रस्िुि क़ी ज िे व ऱी बोऱी के सभी पषृ्ठों/दस्ि वेजों पर 
बोऱी पर हस्ि ऺर करिे व ऱे अथिकृि व्यजक्ि द्व र  हस्ि ऺर ककए ज एॊगे।          

 
10) फोरी प्रस्क्तुत कयना : - िीचे प्रत्येक पषृ्ठ पर बोऱीद ि  फमण  के अथिकृि हस्ि ऺरकि ण 

द्व र  हस्ि ऺररि सॊपूर्ण  बोलऱय ॊ, जजस पर "बीईडीएफ ऱैब उपकरर्ों क़ी आपूति ण के 
लऱए बोऱी -  "उऩकयण का नाभ"  लऱखकर तिदेशक , बीईडीएफ, िई टदल्ऱी को भेज  
ज ि  च टहए। अॊतिम तिथि िक पे्रषर् क  प्रम र् प्र जप्ि क  प्रम र् िहीॊ होग  और देर 
से प्र प्ि बोलऱयों को सरसरी िौर पर अस्वीक र कर टदय  ज एग ।          
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अनुफंध सौंऩना 
 

1. भानदंड: बीईडीएफ न्यूििम  मूल्य ॊकि व ऱे सफऱ बोऱीद ि  को अिुबॊि प्रद ि 
करेग , जजसक़ी बोऱी बोऱी दस्ि वेज के अिुबॊि क़ी सभी शिों के प्रति उत्िरद यी 
होिे के लऱए तिि णररि क़ी गई है।  

 

2. ववबाग को फ्रकसी बी फोरी को स्क्वीकाय कयने औय सबी फोलरमों को अस्क्वीकाय 
कयने का अधधकाय:  बीईडीएफ अिबुॊि सौंपिे  से पहऱे ककसी भी समय ककसी भी 
बोऱी को स्वीक र य  अस्वीक र करिे क  अथिक र सरुक्षऺि रखि  है।  

 

3. अधधसूचना सौंऩना  

क. बोऱी वैिि  क़ी अवथि सम प्ि होिे से पहऱे , बीईडीएफ सफऱ 
बोऱीद ि  को पत्र/ई-मेऱ/फैक्स द्व र  लऱखखि रूप में सूथचि करेग  कक 
उसक़ी बोऱी स्वीक र कर ऱी गई है।  

ख. अथिसूचि  अिुबॊि क  गठि करेगी।  

 

11) फोलरमों का प्रारूऩ: 

 

क. बोऱीद ि ओॊ से अिुरोि है कक वे बोऱी दस्ि वेज़ में उजल्ऱखखि प्र रूपों में ववस्ििृ 
प्रस्ि व दें। बोऱीद ि  को प्रत्येक पैर मीटर और प्रत्येक मॉडऱ के लऱए 'अनुरग्नक क' 

प्र रूप में एक िकिीक़ी अिुप ऱि वववरर् प्रस्िुि करि  होग ।  

 

ख. यटद बोऱीद ि  द्व र  बोऱी के ककसी भी तियम और शिों क  उल्ऱॊघि ककय  ज ि  है , 

िो ववचऱि वववरर् 'अनरुग्नक ग' सॊऱग्ि ककय  ज ए। यटद कोई ववचऱि िहीॊ है िो 
बोऱीद ि  को ववचऱि वववरर् में "कोई ववचऱि िहीॊ" दजण करि  होग ।  

 

ग. प्रत्येक मॉडऱ/उपकरर् के लऱए मलू्य अिसुचूी 'अनरुग्नक ख' के रूप में सॊऱग्ि प्र रूप 
में हो। 

 

घ. त्रबक़्ी उपर ॊि समिणि वववरर् 'अनरुग्नक घ' प्र रूप में हो 
 

ड. सम ि उपकरर्  (सीएसआईआर / आईसीएआर / आईसीएमआर / डीएई / डीआरडीओ / 
डीएसटी / डीबीटी / भ रि में अन्य सरक री य  प्रलसद्ध तिजी अिुसॊि ि प्रयोगश ऱ एॊ) 
खरीदिे व ऱे उपयोगकि णओॊ/फमों क़ी सूची 'अनुरग्नक ड.' प्र रूप में हो।  

 

च. वव तिम णि /ववके्ि  द्व र  टदय  ज िे व ऱ  व रॊटी प्रम र्पत्र "अनुरग्नक च"  के 
अिुस र हो।  

 

छ. यटद बोऱीद ि  बैंक ग रॊटी द्व र  ईएमडी प्रस्िुि कर रह  है िो “अनुरग्नक छ” में 
टदए गए प्र रूप क  उपयोग ककय  ज ए।  
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ज. बोऱीद ि  को चके सचूी “अनरुग्नक ज”  अिसु र भरिी होगी।  

 
िोट:  बोऱीद ि  द्व र  िैय र क़ी गई बोऱी , िकिीक़ी ब्रोशर और बोऱी से सॊबॊथिि सभी पत्र च र 

केवऱ अॊगे्रजी भ ष  में लऱखे ज एॊगे।   

 

 (ख) ननमभ औय शतें 
 

1. ऩािता भानदंड/ मोग्मता-ऩूवम अऩेऺाएं   

 

 1.1 बोऱीद ि  एक ववतिम णि  य  प्रतितिथि होि  च टहए जो ववतिम णि  प्र थिकरर् फॉमण 
के अिुस र उिक़ी ओर से बोऱी ऱग िे के लऱए ववतिम णि ओॊ द्व र  ववशषे रूप से 
अथिकृि हो और ववदेशी वप्रॊलसपऱों क  भ रिीय एजेंट , यटद कोई हो , जजसिे उपकरर्  
(उपकरर्ों) को डडज इि , तिलमणि, परीऺर् और आपूति ण क़ी हो। बोऱीद ि  के प स भ रि में 
ववलभन्ि प्रतिजष्ठि प्रयोगश ऱ ओॊ में 10 से अथिक उपकरर्ों क  न्यूििम इॊस्टॉऱेशि 
आि र होि  च टहए और कॊ पिी को 3 स ऱ से अथिक समय से एक ही ऺेत्र में होि  
च टहए।   

 

 1.2 ववदेशी ववतिम णि ओॊ/आपूतिणकि णओॊ के भ रिीय एजेंट अपिे प्रमुखों क़ी ओर से सीिे 
उद्धरर् देिे हुए यह सुतिजश्चि करिे के लऱए जजम्मेद र होंगे कक ववदेश व्य प र िीति के 
अिुस र सभी शिों क  अिुप ऱि ककय  ज ि  है।   

 

 1.3 एक भ रिीय एजेंट इस बोऱी में एक ही उपकरर् के लऱए दो अऱग-अऱग ववदेशी 
वप्रॊलसपऱ/भ रिीय ववतिम णि ओॊ क  प्रतितिथित्व िहीॊ कर सकि  है।  

 

 1.4 बोऱीद ि  व रॊटी अवथि के दौर ि उपकरर् , एजप्ऱकेशि सॉफ़्टवेयर के फॉल्ट-फ्ऱी  सॊच ऱि 
और रखरख व क़ी परूी जजम्मेद री ऱेग  और व रॊटी अवथि सम प्ि होिे के ब द प ॊच स ऱ 
िक आवश्यक रखरख व सेव एॊ प्रद ि करेग ।  

 
 1.5 यटद सफऱ बोऱीद ि  पहऱे से ही भ रि में व्यवस य िहीॊ कर रह  है , िो बोऱीद ि  

फमण भ रि में एक एजेंट तियुक्ि करेगी जो उथचि  रू से सुसजजजि हो और आपूति णकि ण 
के रखरख व , मरम्मि और स्टॉक स्पेयर प र्टणस को पूर  करिे में सऺम हो।   

 

 1.6 बोऱीद ि  भऱे ही ऊपर टदए गए म िदॊडों को परू  करि ेहों , उन्हें अयोग्य घोवषि कर 
टदय  ज एग , यटद उन्होंिे बोऱी में और/य  योग्यि  आवश्यकि ओॊ के प्रम र् में प्रस्ििु 
बय िों और अिऱुग्िकों में असत्य य  गऱि प्रतितिथित्व ककय  है य  उिक  खर ब प्रदशणि 
क  ररकॉडण है , ठीक से परू  िहीॊ ककय  है अिबुॊि , परू  होिे में अत्यथिक देरी य  ववत्िीय 
ववफऱि , आटद। 
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 1.7 बोऱीद ि  के प स जीएसटी पॊजीकरर् सॊख्य  और आयकर पॊजीकरर् (पिै) क  विै 
दस्ि वेजी प्रम र् होि  च टहए। 

 

2 साभान्म 

 
क. उद्धृत उऩकयणों की कीभतें/दयें शब्दों के साथ-साथ अंकों भें बी बायतीम रुऩए 
(आईएनआय) भें ही दशामई जानी चादहए।   

 

ख. ईएमडी र लश जम  ककए त्रबि  प्र प्ि तिववद ओॊ पर ववच र िहीॊ ककय  ज एग ।  

 

ग. फमों को अपिी िकिीक़ी बोऱी के स ि एक घोषर्  पत्र देि  होग  कक उिक़ी ववत्िीय 
बोऱी में उदृ्धि दरें तिववद  खऱुिे क़ी ि रीख से कम से कम एक वषण क़ी अवथि के लऱए विै 
हैं।  

 

घ. फमण के प स आवश्यकि िसु र विै जीएसटी िॊबर वववरर् और वपछऱे 03 वषों क़ी बऱैेंस 
शीट और आईटीआर दस्ि वेज़ होि  च टहए।  

 

ड. आपूतिणकि ण मूऱ उपकरर् ववतिम णि  (ओईएम) कॊ पिी य  अथिकृि डीऱर होि  च टहए।   

 

च. आपूतिण क़ी गई सभी प्रयोगश ऱ  उपकरर् वस्िुएॉ टदए गए म िक ववतिदेशों के 
अिुस र होिी च टहए। यटद स म ि सॊिोषजिक िहीॊ प य  गय  िो उसे व पस भेज टदय  
ज एग  और स र  खचण आपूति णकि ण द्व र  वहि ककय  ज एग ।  

 

छ. आपूतिणकि ण के प स लशक यि तिव रर् ऺमि  होिी च टहए ि कक वह लशक यि के 
48 घॊटों के भीिर इसक  सम ि ि कर सके।  

 

ज. ववलशष्ट वविरक/ववतिम णि  के म मऱे में , आय तिि उत्प दों के लऱए प्र थिकरर् 
प्रम र्पत्र आवश्यक है।  

 

झ. स मग्री "फीईडीएप, रैफ-सह-कामामरम ऩरयसय , सयदाय वल्रबबाई ऩटेर कृवष एवं 
प्रौद्मोधगकी ववश्वववद्मारम के ऩुयाने ऩरयसय, भोदीऩुयभ, भेयठ-250110 (मू.ऩी.) बायत" पर 
वविररि क़ी ज िी च टहए।  

 

ट. ति:शलु्क डडऱीवरी और स इट पर उपकरर्ों क़ी उथचि स्ि पि  अतिव यण है।  

 

ठ. आपूतिण गॊिव्य िक पहुॊचिे िक प रगमि बीम  आपूति णकि ण द्व र  वहि ककय  ज एग ।   

 

ड. संववदा से उत्ऩन्न होने वारा कोई बी काननूी वववाद नई ददल्री , बायत की अदारत के 
ऺेिाधधकाय के अधीन होगा।   

 

ण. करों क़ी दरें , यटद कोई हों , स्पष्ट रूप से उजल्ऱखखि क़ी ज िी च टहए। अन्यि  यह 
म ि  ज एग  कक उदृ्धि दरों में सभी कर श लमऱ हैं।  
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त. सॊस्ि ि क़ी आवश्यकि ओॊ के अिसु र म त्र  क़ी सॊख्य  लभन्ि हो सकिी है। बीईडीएफ को 
आदेश क़ी म त्र  बदऱिे य  आपतूिण को आॊलशक य  परू्ण रूप से अस्वीक र करिे य  त्रबि  
कोई क रर् बि ए आदेश  रद्द करिे क  अथिक र है। आदेश  क़ी म त्र  में पररविणि को रद्द 
करिे के एवज में कोई द व  िहीॊ ककय  ज ि  च टहए।  

 

थ. आपूतिणकि ण क्य  आदेश प्र प्ि होिे क़ी ि रीख से 30 टदिों के भीिर सभी वस्िुओॊ क़ी 
आपूति ण "फीईडीएप , रैफ-सह-कामामरम ऩरयसय, सयदाय वल्रबबाई ऩटेर कृवष औय प्रौद्मोधगकी 
ववश्वववद्मारम के ऩुयाने ऩरयसय , भोदीऩुयभ, भेयठ – 250110 (मू.ऩी.) बायत” में डोर डडऱीवरी 
के लऱए करेग ।  

 

द. वचन: आपूतिणकि ण को यह वचि देि  होग  कक आपूति ण क़ी गई स मग्री ववतिम णि  
द्व र  उत्प टदि मूऱ स मग्री है।  

 

ध. फीईडीएप के ऩास सुयक्षऺत अधधकाय:  बीईडीएफ त्रबि  कोई क रर् बि ए ककसी भी 
तिववद  य  उसके टहस्से को स्वीक र य  अस्वीक र करिे क  अथिक र सुरक्षऺि रखि  है 
और यह स्वीकृि बजट क़ी उपऱब्िि  के अिीि होग ।  

 

न. वायंटी: आपूतिणकि ण/बोऱीद ि  इस ब ि क़ी ग रॊटी देग  कक उऩकयण तकनीकी ववननदेश 
शीट में टदए गए अिुस र आपूति ण ककए गए सभी उपकरर् इस तिववद  के िहि खरीदे 
ज एॊगे। वे सवोत्िम गुर्वत्ि  और क यणशीऱ होंगे और सभी प्रक र से िए होंगे ।   

 

ऩ. ववरंफ डडरीवयी औय गयै डडरीवयी के लरए दानमत्व : 

 

i. यटद ववके्ि  क्य  आदेश के अिसु र समय के भीिर स म ि वविररि करिे में ववफऱ 
रहि  है, िो सॊववद  मलू्य के 5 प्रतिशि क़ी अथिकिम कटौिी के  अिीि प्रत्येक सप्ि ह 
क़ी देरी य  व स्िववक डडऱीवरी िक उसके टहस्से के लऱए अिबुॊि मलू्य के 0.75 

प्रतिशि के बर बर र लश सॊववद  मलू्य से पररसम प्ि ऺति के रूप में क ट ऱी ज एगी।   

 

ii. सॊववद  से परे इॊस्टॉऱेशि में देरी के लऱए अथिकिम 5% के स ि प्रति सप्ि ह 1% 

क़ी दर से जुम णि  ऱग य  ज एग  (प रस्पररक रूप से सहमि इॊस्टॉऱेशि और 
कमीशतिॊग शडे्यूऱ से परे)।  एक ब र अथिकिम सीम  िक पहुॊचिे पर , बीईडीएफ 
सॊववद  को सम प्ि करिे पर ववच र कर सकि  है।  यटद आपूति णकि ण/एजेंट बीईडीएफ 
द्व र  टदए गए आदेश के अिुस र म ऱ क़ी आपूति ण में चूक करि  है , आपूतिण आदेशों 
में दश णए गए तिि णररि समय के भीिर य  ववस्ि ररि डडऱीवरी तिथि के भीिर भी 
म ऱ वविररि करिे में ववफऱ रहि  है , िो आपूति णकि ण/एजेंट के प स रख  आपूति ण 
आदेश स्वच लऱि रूप से रद्द हो ज एग  और बीईडीएफ डडफॉल्ट आपूति णकि ण/एजेंट के 
जोखखम और ऱ गि पर अन्य उपऱब्ि स्रोिों से म ऱ क़ी आपूति ण प्र प्ि करिे के 
लऱए स्विॊत्र होग ।  म ऱ प्र प्ि करिे के लऱए ककय  गय  अतिररक्ि खचण बय ि  
र लश जब्ि करिे के अऱ व  डडफॉल्ट आपूति णकि ण/एजेंट द्व र  वहि ककय  ज एग  
और यटद वह पूरे िुकस ि क़ी भरप ई करिे में ववफऱ रहि  है और यटद बय ि  
र लश पय णप्ि िहीॊ है , िो उसके ववरुद्ध क रणव ई क़ी ज एगी।  
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प. कामम-ननष्ऩादन फैंक गायंटी: -  ववके्ि  को भ रि में ककसी र ष्रीयकृि बैंक से तिष्प दि 
बैंक ग रॊटी प्रस्ििु करिी होगी। बैंक ग रॊटी में व रॊटी अवथि प्ऱस  उपकरर् क़ी सॊस्ि पि  क़ी 
ि रीख से िीि महीिे श लमऱ होिे च टहए। बैंक ग रॊटी क  मलू्य आदेश/सॊववद  मलू्य क  
10% है। यह पीबीजी स ख पत्र खोऱिे से पहऱे जम  ककय  ज ि  च टहए।  

 

फ. उत्तयदानमत्व:- यटद सॊववद  करि ेसमय सॊस्ि ि क़ी सॊपजत्ि को कोई ऺति य  ह ति होिी 
है, िो जजम्मेद री सफऱ बोऱीद ि  क़ी होगी। 

 

ब. वायंटी, दोष औय देमता  अवधध:- (व रॊटी) बीईडीएफ , मोदीपरुम में सॊस्ि पि  और वविरर् 
के परू  होिे क़ी ि रीख से 5 स ऱ क़ी व्य पक व रॊटी , बीईडीएफ द्व र  प्रम खर्ि प्रदशणि। 
व रॊटी अवथि के दौर ि लसस्टम में उत्पन्ि होिे व ऱी ककसी भी खर बी को आपतूिणकि ण को 
ति्शलु्क ठीक करि  होग । दोषों को ठीक करिे में ऱगिे व ऱे समय के अिसु र व रॊटी 
अवथि स्वि् ही बढ ज एगी। फमण को बोऱी दस्ि वेज़ में सॊऱग्ि प्र रूप के अिसु र व रॊटी 
प्रम र्पत्र देि  होग ।  

 

भ. उऩमोगकताम सूची :- बोऱीद ि  द्व र  अन्य प्रयोगश ऱ ओॊ , आर एॊड डी सॊस्ि िों जसेै 
सीएसआईआर/आईसीएआर/आईसीएमआर/डीएई/डीआरडीओ/डीएसटी/डीबीटी/  भ रि के उपक्मों 
में अन्य सरक री य  स्व यत्ि अिसुॊि ि प्रयोगश ऱ एॉ , प्रतिजष्ठि तिजी सॊस्ि एॉ ववशषे रूप से 
ख द्य उद्योग के ऺेत्र में क म कर रही हैं , को आपतूिण ककए गए उदृ्धि उपकरर्ों क़ी 
हस्ि ऺररि सचूी प टटणयों क़ी ऺमि , मॉडऱ, उपकरर् के प्रक र क  पि  दश णि ेहुए ससुजजजि 
ककय  ज ि  च टहए।  

 

म. बोऱी क़ी स्वीकृति बीईडीएफ के प स होगी , जो न्यिूिम बोऱी को स्वीक र करिे के लऱए 
ब ध्य िहीॊ है और त्रबि  कोई क रर् बि ए ककसी भी य  सभी प्र प्ि बोलऱयों को अस्वीक र 
करिे य  आॊलशक रूप से स्वीक र करिे क  अथिक र सरुक्षऺि रखि  है। ककसी उपकरर् के 
चयि और उसके सॊबॊि में बोऱी क़ी स्वीकृति में क़ीमि के अिरुूप डडलऱवरेबल्स मखु्य 
म िदॊड होंगे। यटद ककसी भी शिण क  अिपु ऱि िहीॊ ककय  ज ि  है िो बोलऱय ॊ अस्वीक र 
कर दी ज एॊगी। 

 

य. बुगतान की शतें:-  कोई अथग्रम भगुि ि िहीॊ ककय  ज एग । बीईडीएफ , मोदीपरुम में 
उपकरर् क़ी सफऱ सॊस्ि पि  के ब द 90% भगुि ि 30 टदिों के भीिर ज री ककय  ज एग  
और 10% क यण-तिष्प दि  बैंक ग रॊटी जम  करिे पर व्य पक व रॊटी अवथि और उसके ब द 
अतिररक्ि िीि महीिे क़ी सम जप्ि िक विै होग ।  

 
 
 

ननदेशक, 

फीईडीएप, 
नई ददल्री 
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“प्रमोगशारा उऩकयणों की खयीद – 

ऩीसीआय- थभमर साइक्रय (गे्रडडएंट)  
फेंच टॉऩ येफ्रिजयेटेड सेंट्रीफ्मूज  

फेंच टॉऩ नॉन-येफ्रिजयेटेड सेंट्रीफ्मूज  
सकुम रेटयी वॉटय फाथ 

 

तकनीकी फोरी  
तिववद  सॊ.:   

 
01 फमण क  ि म  पषृ्ठ सॊ.* 

02 फमण पॊजीकरर् सॊख्य    

03 पिै िॊ.   

04 वस्ि ुएवॊ सेव  कर (जीएसटी) स.ं   

05 ववतिम णि  य  डीऱर/वविरक   

06  

विै प्र थिक र पत्र 

1.… 

2.… 

3.… 

4.… 

5   

 

07 तिववद  में उदृ्धि उपकरर् क  तिम णर्/ब्र ॊड। प्रत्मेक 
ब्ांड/कंऩनी का नाभ सचूीफद्ध कयें 

1.… 

2.… 

3.… 

4.… 

 

8 3 वषण क  क यण अिभुव (सरक री सॊगठि/स वणजतिक 
य  तिजी कॊ पिी/म न्यि  प्र प्ि शैऺ खर्क सॊस्ि ि 
और ववश्वववद्य ऱय क  प्रम र् पत्र/दस्ि वेजी स क्ष्य) 

  

9 फोरी भें अऩेक्षऺत भदों भें से उद्धृत भदों की स.ं   

10 उऩकयण तकनीकी ववलशष्टता ऩिक   

11 100/- रुपये के स्ट ॊप पेपर पर ववथिवि सत्य वपि 
स्व-घोषर्  

  

12 ईएमडी भांग ड्राफ्ट न.ं ……………………..र लश…………… 

टदि ॊक……………….बैंक क  ि म………………………… 

 

1- िकिीक़ी बोऱी के क्म ॊक 01-12 में सफऱ फमों के ही उपकरर्ों क  तिरीऺर् ककय  ज येग । 
2- जजस उपकरर् के लऱए आवेदि ककय  गय  है, उसके लऱए उपकरर् िकिीक़ी ववलशष्टि  पत्रक के प्रत्येक कॉऱम 

में आवश्यक ज िक री भरी ज िी च टहए। 
हस्क्ताऺय……………………………..……………… 

 

पभम का नाभ………………………..…..………… 

 

ऩणूम ऩता……………………..……………… 

 

दयूबाष (कामामरम)(ननवास)…………………………..…



 

 
 

 

मैंिे अपऱोड करिे से पवूण तिववद  पत्र और उसक़ी क़ीमिें पढ ऱी और मेरी ज िक री और ववश्व स के अिसु र 
तियम एवॊ शिों को मैंिे समझ लऱय ।  

 

क. स इट पर उपकरर्ों क़ी ति्शलु्क डडऱीवरी और उथचि सॊस्ि पि । 
ख. सॊस्ि पि  क़ी ि रीख से शरुुआिी प ॊच वषों के लऱए सभी ऱॉजजजस्टक्स और िकिीक़ी सह यि । 
ग. सॊक य और कमणच ररयों क  ऑिस इट प्रलशऺर्। 
घ. ककसी भी सॊगठि/सॊस्ि  द्व र  ब्ऱकै लऱस्ट में िहीॊ ड ऱ  गय  हो। 
ड. 05 वषण क़ी व रॊटी/जैस  कक उपकरर् के ववतिदेशों में तिटदणष्ट है। 
च. बीईडीएफ, िई टदल्ऱी के प स कोई क ििूी ववव द/मदु्द  ऱॊत्रबि िहीॊ है। 

 

मैं/हम घोषर्  करि ेहैं कक उपरोक्ि त्रब ॊद ु “क” से “च” मेरी सवोत्िम ज िक री के अिसु र सत्य हैं और मैं 
इसक  प ऱि करि /करिी हूॊ। 

 
 

टदि ॊक: 

 
 

हस्ि ऺर: 

बोऱीद ि  क  
ि म: 

पि : 

घोषणा का प्रारूऩ 
100/- रूपये के स्ट म्प पेपर पर 
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Annexure A 
 

 

Annexure A 
TECHNICAL SPECIFICATIONS FOR PCR-TOUCH SCREEN THERMAL CYCLER 

GRADIENT 
 

S No. DESCRIPTION 

 PCR-TOUCH SCREEN THERMAL CYCLER GRADIENT is required for PCR amplification 

of Rice DNA for fragment analysis  

A TECHNICAL SPECIFICATIONS 
1 Full aluminium block system for 96 x 0.1/0.2 mL PCR Tubes or One 96-well PCR plate 

2 System should support PCR reaction volume between 5-100µl in all the formats 

3 Temperature control of block ranging from 4° C to 99° C 

4 Gradient setup for PCR optimization should offer 12 different temperatures in columns 

across a gradient range of 1 - 30°C 

5 Advanced operating technology ensure ramp rates are identical in both gradient and normal 

operation 

6 System must have user level temperature verification feature 

7 Adjustable user management capabilities – from flexible to strict user level controls 

8 Temperature Control Mode: Fast ≤ 10 µl, Intermediate (10-20 µl), Standard (20-50 µl) and 

Safe (≥50 µl) 

9 Block Temperature Accuracy: ± 0.15°C 

10 Block Homogeneity: 20° C to 72° C: ≤ ±0.2° C, 95° C: ≤ ± 0.3°C 

11 System should have Heating ramp rate of 3.3 °C/s and Cooling ramp rate of 1.5 °C/s or more 

12 System should have adjustable ramp rate both for heating & cooling from 0.1° C to meet critical 

amplification conditions for emerging new applications 

13 Lid descent and closing pressure should be through safe Lid technology 

14 Time or Temperature increment with cycles in PCR program 

15 Customized programming allows a maximum of 40 steps and 99 cycles 

16 Flexibility to transfer programs with constant parameters from other cycler models using Program 

Migration feature 

17 The system should weigh less than 7.5 kg with width less than 25 cm 

18 Storage of instrument specific and device specific event logs 

19 Data export possible with USB and additional cloud-based software 

20 System Should be supplied along with Suitable UPS with at least half an hour backup 

21 Committee asked for Demonstration (Physical/ Online) of quoted Model then Demo will be 

provided by the firm at own cost before opening of financial bid, if required 

22 Country of Origin Certificate should be enclosed with technical bid 

23 Certificate of sustainability must be enclosed with technical bid. Better Score will be 

preferred 

24 System should be European CE / US FDA certification standards 

B Consumables 

1 

System should be provided with following consumables required for at least 3000 samples. 

  Pipet tips  1 to 200 micro litre 

  Micro tips 0.2 - 10 micro litre 

  0.2 ml thin wall PCR 8 / 12 strip tubes 

C Warranty 

1 Comprehensive warranty of the whole system for 5 Years with twice Preventive Maintenance 

every year. 

2 During the warranty period, the supplier shall provide the original version of  any updates to the 

system software / new software launched at no extra cost 

D Calibration 
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1 The company should bring the calibration kit and perform the annual calibration of the equipment 

during the warranty period. 

E On-site training 

1 On site and at bidders lab for 4 - 5 persons and training certificates should be provided by the 

company. 

F Installation List 
1 Quoted Model must have at least 10 nos. of Installation in Government Institute. More installation 

base would be preferred. 

2 User list along with customer details enclosed with technical bid 

 

 The claim of the technical specifications made by the company should be available on the Principle’s 
website/ printed brochure/Manual or certificate from factory (OEM). 

 
 Please provide all the relevant document, catalogues/brochures etc. of the above technical specifications and 

technical compliances 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

 



14 
 

Annexure A 
 

TECHNICAL SPECIFICATIONS FOR BENCH TOP NON REFRIGERATED 
CENTRIFUGE 

      

S. DESCRIPTION      

No.        

 Bench-Top NON-REFRIGERATED CENTRIGUGE is required for general   
 purpose.       

A. TECHNICAL SPECIFICATIONS      

1. Instruments should have maximum speed of 30,000 x g and 17500 rpm, with a brushless motor. 

   

2. Should have the flexibility to accommodate rotors for different formats of tubes starting from 

 0.2ml PCR tubes up to spin column tubes.       
        

3. Instrument should have option for:       

  2 Place Swing Bucket rotor for MTP, PCR and Deep well plate with 4600 rpm and 2200 x g 

 force.        

  Fixed angle aerosol tight rotor 24 x 1.5/2 ml with 17500 rpm and 30,000 x g Force.    

  Fixed angle aerosol tight rotor 48 x 1.5/2 ml with 12500 rpm and 18000 x g force.    

  Swing out aerosol tight rotor 24 place for 1.5/2 ml tubes with 12500 rpm and 16000 x g force 

  64 x 0.2 PCR strip rotor with 11500 rpm and 13000 x g force     

  Aerosol tight rotor for 16 x 5 ml with 20,000 x g for 5ml conical tubes     

  18 place cry vial rotor with at least 8,500 rpm and 8,300 x g force.     
      

4. II   Instruments should have Speed setting in both rpm and ref.     
     

5. Instrument must store minimum 50 programs and must have 5 quick access program keys.    

6. Instruments should possess a separate short spin key for brief spin      

7. Instrument should have automatic rotor recognition facility to automatically recognize and set 

 maximum speeds upon rotor change.       
     

8. It should be possible to perform gentle acceleration and deceleration using dedicated key.    

9. Noise levels should be approx. 60 db (A).       
   

10. Instrument should be European CE/ US FDA Certified. Certificates should be enclosed with bid. 

B. ACCESSORIES        

1. One Rotor should be supplied along with Machine- Swing out rotor 2 place plate rotor with at 
 least 4600 rpm and 2200 g force       

C. WARRANTY        

1 Comprehensive warranty of the whole system for 5 Years.      

D. Calibration        
1. The company should provide Calibration certificates for speed/Temperature.     

E. On-site training       
1. On- site training/Demonstration should be provided by the company.     

F Installation List       
1. At least 10 nos. of Installation Across India of the Quoted Model.       

 The claim of the technical specifications made by the company should be available on the principle’s 
website/ printed brochure/Manual or certificate from factory (OEM). 

 Please provide all the relevant document, catalogues/brochures etc. of the above technical 

specifications and technical compliances. 
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  Annexure A 

 TECHNICAL  SPECIFICATIONS  FOR  BENCH  TOP  REFRIGERATED 

 CENTRIGUGE 

S. No. DESCRIPTION 

  Bench-Top REFRIGERATED CENTRIGUGE is required for general purpose. 

A.  TECHNICAL SPECIFICATIONS 
1.  Instruments should have maximum speed of 30,000 x g and 17500 rpm, with a brushless motor. 

   

  Temperature range should be from -10°C to 40°C, should be able to maintain 4°C at maximum Speed. 
   

  Instrument should have an in-built condensate drain to prevent water accumulation. 
   

2.  Should have the flexibility to accommodate rotors for different formats of tubes starting from 

  0.2ml PCR tubes up to spin column tubes. 
   

3.  Instrument should have option for: 

   2 place Swing Bucket rotor for MTP, PCR and Deep well plate with 4600 rpm and 2200 x g force. 

   Fixed angle aerosol tight rotor 24 x 1.5/2 ml with 17500 rpm and 30,000 x g Force. 

   Fixed angle aerosol tight rotor 48 x1.5/2 ml with 12500 rpm and 18000 x g force. 

   Swing out aerosol tight rotor 24 place for 1.5/2 ml tubes with 12500 rpm and 16000 x g force 

   64 x 0.2 PCR strip rotor with 11500 rpm and 13000 x g force 

   Aerosol tight rotor for 16 x 5 ml with 20,000 x g for 5ml conical tubes 

   18 place cry vial rotor with at least 8,500 rpm and 8,300 x g force. 

  Rotor lids should have a Quick Lock-system for secure lid closing and opening. 

  Instrument should have Imbalance detection and lid lock safety feature. 

4.  Instruments should have Speed setting in both rpm and ref. 
   

5.  Instrument must store minimum 50 programs and must have 5 quick access program keys. 

6.  Instruments should possess a separate short spin key for brief spin 

7.  Instrument should have automatic rotor recognition facility to automatically recognize and set 

  maximum speeds upon rotor change. 
   

8.  It should be possible to perform gentle acceleration and deceleration using dedicated key. 

9.  Noise levels should be ≤ 60 db (A). 
   

  Instrument should be European CE/ US FDA Certified. Certificates should be enclosed with bid. 

B.  ACCESSORIES 

  A Fixed angle Aerosol tight rotor 24 x 1.5/2 ml with 17500 rpm and 30,000 x g Force should be 
  supplied with instrument. 

C.  WARRANTY 

  Comprehensive warranty of the whole system for 5 Years. 

D.  Calibration 
  The company should provide Calibration certificates for speed/Temperature. 

E.  On-site training 
  On- site training/ Demonstration should be provided by the company. 

F  Installation List 
  At least 10 nos. of Installation Across India of the Quoted Model. 

The claim of the technical specifications made by the company should be available on the principle’s  website/ 
printed brochure/Manual or certificate from factory (OEM).  

 Please provide all the relevant document, catalogues/brochures etc. of the above technical specifications and 
technical compliances
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Annexure A 
 

 

TECHNICAL SPECIFICATIONS FOR CIRCULATORY WATER BATH 
WITH LID 

 

S.  DESCRIPTION  

No.    

  Bench-Top Circulating Water Bath with Heating & Cooling Capacity is required for  
  Molecular Biology Lab.  

A.  TECHNICAL SPECIFICATIONS  

1.  Should be a circulating water bath with its outer and inner body made of Stainless Steel.  
    

2.  Should be suited to Indian system of electrical inputs (230V/ 50 Hz).  
    

3  Should have capacity of 8-12 liters.  
    

4  Temperature range should be 40C to 1000C  
    

5  Temperature setting should be digital.  
    

6  Should have large LED display  
    

7.  Temperature accuracy should be ± 0.01 – 0.05
0
C  

    

8.  Temperature control should have advanced digital PID Multi-functional control  

9.  Heater: 1500-2000W  

10.  Should have ability to store at least three programs which can be activated when required.  

11.  Should have powerful circulatory pump  

12.  Should have adjustable high & low temperature limits  

13.  Should have low liquid level alarm system.  
    

14.  Should have safety guards for over temperature cut off, over current and leakage breaker.  
    

15.  Should comply with International safety and quality standards (ISO/European CE/ US FDA  

  Certified. Certificates should be enclosed with bid.  

B.  ACCESSORIES  

1.  Should be provided with all the necessary accessories and spare parts to run without  

  hinderance.  
C.  WARRANTY  

1  Comprehensive warranty of the whole system for 5 Years.  

D.  Calibration  
1.  The company should provide Calibration certificates for Temperature.  

E.  On-site training  
1.  On- site training/ Demonstration should be provided by the company.  

F  Installation List  
1.  At least 10 nos. of Installation Across India of the Quoted Model.   

 The claim of the technical specifications made by the company should be available on the principle’s 
website/ printed brochure/Manual or certificate from factory (OEM). 
 

 Please provide all the relevant document, catalogues/brochures etc. of the above technical specifications 
and technical compliances
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Annexure B (Price Schedule) 
 

Cost of the Equipment, parts and Accessories and Other Details Offered 
Separate Price Schedule to be attached for each model offered by the bidder 
for this equipment 

 

1 2 3 4 5 6 7  
        

S Description of Country of Delivery Quantity Unit price Total Price per  

No Goods Origin Schedule and on CIF line item  

    physical basis (Col. 5x6)  

    unit    

        

1        

        

2        

        

3        

        

4        
         
Total Price 

 
 
 
 
 

Signature of Bidder 



18 
 

Annexure C 

 

Deviation Statement Form 
 

The following are the particulars of the deviations from the requirements of the 
Bid Document terms and conditions: 

 

S. No. Clause in the terms and Deviation Justification for the 
 conditions  deviation 
    

    

    

    

    

    

    

    

    

    

    

    
 

 

Signature of Bidder 
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Annexure D 

 

After Sales Service Support Details 
 

 

 Local Address, telephone Number of Number of Any 
S. numbers, fax numbers engineers / application special 

No. and email address of the service  personnel specialists facility 
 Company/agent  who are stationed who are available 
 responsible to provide at the local stationed for   the 
 after sales support address  at the local after sale 
       address  support 

          

          
 
 
 
 
 
 
 

 

Signature of Bidder 
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Annexure E 

 

List of Users for a period of 3 years preceding this bid 
(For similar equipment, preferable similar model) 

 

S. Order for Description Quantity Date of Reasons, for 
No. similar  of  model  completion of delay in 

 equipment   delivery  as per delivery,  

 placed by   contract and installation and 
 (full address   Date of commissioning; 
 of    installation / if any  

 purchaser   commissioning   

 with    as per contract   

 contact        

 person,        

 telephone       

 number)        

         

         

         

         

         

         
 
 
 
 
 

 

Signature of Bidder 
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Annexure F 

 

WARRANTY CERTIFICATE 
 

 

We warrant that everything to be supplied by us hereunder shall be brand new, 
free from all defects and faults in materials, workmanship and manufacture and 
shall be of the highest grade and quality and consistent with the established and 
generally accepted standards for material of the type ordered shall be in full 
conformity with the specification, drawing, or samples, and operate properly. We 
shall be fully responsible for its efficient operation. This Warranty shall survive 
inspection of any payment or and acceptance of the goods but shall expire after 
five years from the installation and commissioning except in respect of complaints 
of which the contractor has been notified prior to completion of 5years from the 
installation and commissioning). 

 

The obligations under the Warranty expressed above shall include all costs 

relating to labor, spares, maintenance (preventive and unscheduled) and transport 

charges from site to the manufacturers work and back and free repair/adjustment 

or replacement at site or any parts of the equipment which under normal and 

proper use and maintenance proves defective in design, material or workmanship 

or fails to conform to the specifications previously given by the BEDF to the 

contractor. 
 
 
 

 

Signature of the Bidder 
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Annexure G 

 

BID SECURITY/EARNEST MONEY DEPOSIT FORM 
 

Whereas …………….. (insert Name of Bidder) (hereinafter called “the Bidder”) has 

submitted its bid dated……………………. (date of submission of bid) for the supply of 

………………… (name and/or description of the goods) (hereinafter called “the Bid”) . 

Know all people by these presents that WE……………. (name of bank) of …………….. 

(name of country), having our registered office at……………. (address of bank) 

(hereinafter called “the bank”), are bound unto ………………. (Name of Purchaser) 

(hereinafter called “the Purchaser”) in the sum of     for which payment well and 

truly to be made to the said Purchaser, the Bank binds itself, its successor, and 

assigns by these presents. Sealed with the Common Seal of the said bank this 

……….day of…………... The conditions of this obligation are:  

 

1. If the Bidder withdraws its Bid during the period of bid validity specified by the 

Bidder on the Bid Form; or 

 

2. If the Bidder, having been notified of the acceptance of its bid by the Purchaser 

during the period of bid validity: 

 

1. Fails or refuses to execute the Contract Form if required; or 
 

(b) Fails or refuses to furnish the performance security, in accordance with the  

Instruction to Bidders. 

 

We undertake to pay the Purchaser up to the above amount upon receipt of its first 

written demand, without the Purchaser having to substantiate its demand, provided 

that in its demand the Purchaser will note that the amount claimed by it is due to it, 

owing to the occurrence of one or both of the two conditions, specifying the occurred 

condition or conditions. 

 

This guarantee shall remain in force up to and including forty five (45) days after the 

period of the bid validity, and any demand in respect thereof should reach the Bank 

not later than the above date. 
 
 
 

................................... (Signature of the Bank) 
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Annexure H 

 Check List to be furnished by the Bidder 
   

1 Whether the l Bid has been signed in every page – Yes / No.  

2 Whether the printed catalogues and specification sheet, application  

 notes, users’ list has been attached in bid- Yes / No.  

3 Whether  valid  documentary  proof  of  Sales  Tax/VAT,  Service  Tax  

 registration  number  and  the  details  of  income  tax  registration  

 (PAN).Yes/No  

4 If  Quotation  is  from  Indian  agent  /  Dealer  –  whether  letter  of  

 Authorization of Foreign principal is enclosed in the l bid – Yes / No.  

5 EMD – Whether the required EMD is Enclosed along with the bid – Yes  
 / No.  

6 Whether Technical compliance Statement in the format given in Annexure A  

 is enclosed in the Bid– Yes / No.  

7 Whether the Deviation Statement in the format given in Annexure C is  

 enclosed in the Bid – Yes / No.  

8 Whether  Details  of  after  sales  support  is  given  as  per  format  in  

 Annexure D and is enclosed in the Bid– Yes / No.  

9 Whether the List of Users is given as per Annexure E and is enclosed  

 in the Bid– Yes / No.  

10 Whether the warranty certificate is enclosed as per Annexure F and is  
 enclosed in the Bid – Yes / No.  

11 Whether the Pre-installation requirements is given in the bid – Yes /  

 No.  

12 Whether the Price schedule is as per the format given in Annexure C  

 – Yes / No.  
 
 
 
 
 
 

 

Signature of Bidder 
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 Mandate form of e-Payment 

   
    

1 Name of the Firm,   

 Company/Institute/Person   

    

2 Address   

    

3 Email ID   
    

4 Contact Number   
    

5 PAN Number   
    

6 GST Number   
    

7 Account Number   
    

8 Account Type  Saving/ Current 
    

9 IFSC Code (11 Digit)   
    

10 Name of the Bank   
    

11 Branch Address and City   
    

12 Branch Code   
    

 

DECLARATION 

 

I hereby declare that the particulars given above are correct and complete. If 

any transaction delayed and not effected for reasons of incomplete or incorrect 

information I shall not hold Director, Basmati Export Development Foundation 

responsible. I also undertake to advice any change in the particulars of my account 

to facilitate updating of records for purpose of credit of amount through 

NEFT/RTGS transfer. 

 

Place……………  

Date……………  

Signature of the Firm/Company/Institute/Person 


